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Dear Stakeholders:

If you have comments on this regulatory proposal, please submit them in writing by Friday, April
5, 2013 by e-mail to laurie.schoder@state.co.us or by fax to 303-753-6214. If you have questions,
please call Laurie Schoder at 303-692-2832. Changes are highlighted in yellow.

STANDARDS FOR HOSPITALS AND HEALTH FACILITIES
CHAPTER XX - AMBULATORY SURGICAL CENTER

6 CCR 1011-1 Chap 20

SECTION 1 - STATUTORY AUTHORITY AND APPLICABILITY

A. The statutory authority for the promulgation of these rules is set forth in section 25-1.5-103 and 25-3-
101, et seq., C.R.S.

B. An ambulatory surgical center, as defined herein, shall comply with all applicable federal and state
statutes and regulations, including, but not limited to, the following:

1. This Chapter XX.
2. 6 CCR, 1011-1, Chapter Il, General Licensure Standards, unless otherwise modified herein.
C. These regulations incorporate by reference (as indicated within) materials originally published

elsewhere. Such incorporation does not include later amendments to or editions of the referenced
material. The Department of Public Health and Environment maintains copies of the complete text
of the incorporated materials for public inspection during regular business hours, and shall
provide certified copies of the incorporated material at cost upon request. Information regarding
how the incorporated material may be obtained or examined is available from:

Division Director

Health Facilities and Emergency Medical Services Division

Colorado Department of Public Health and Environment

4300 Cherry Creek Drive South

Denver, CO 80246

Phone: 303-692-2800
Copies of the incorporated materials have been provided to the State Publications Depository and
Distribution Center, and are available for interlibrary loan. Any incorporated material may be

examined at any state publications depository library.

SECTION 2 — DEFINITIONS
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D. Doorways and Corridors : The-minimum width of doors for patients and equipment shall be 3 feet.
Doors to accommodate stretchers shall be at least 3 feet, 8 inches wide. The minimum width of
corridors serving surgery suites and recovery and patient preparation areas must be at least 8
feet.
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heal%h—saiety—and—welfa#e—THE DEPARTMENT SHALL RELY ON THE GUIDELINES FOR
DESIGN AND CONSTRUCTION FOR HEALTH CARE FACILITIES, (2010 EDITION),
FACILITIES GUIDELINES INSTITUTE (FGI) IN RESOLVING PHYSICAL PLANT HEALTH AND
SAFETY ISSUES FOR CONSTRUCTION INITIATED OR SYSTEMS INSTALLED ON OR
AFTER JULY 1, 2013. THE GUIDELINES FOR DESIGN AND CONSTRUCTION FOR HEALTH
CARE FACILITIES, (2010 EDITION), FACILITIES GUIDELINES INSTITUTE (FGI) IS HEREBY
INCORPORATED BY REFERENCE AND DOES NOT INCLUDE ANY LATER AMENDMENTS
TO OR EDITIONS OF THE GUIDELINES.

SECTION 25 - DEPARTMENT OVERSIGHT
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